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Foot and Leg Conditions 


General Considerations 


Features Of Distinction 
Motor Gears Packed in Oil—No A n n le L 3 W A 
Noiseless Operation. ft P 
Precision Machining 
Accessible Chassis 
Simple Construction 
Shock-Prooi Design- 
Dial Modality Switch—! 
Filtered Current 
Wlustrative of many of varied pics Lights —In Pare Stir Paya = Close-up ot Control Panel 


techniques possible with the . Mig = 3 = leas : of the McIntosh Modern- 
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Specifications Accessories 


Current Selection—Dia 
Current Intensity—Dial ¢ 
Rectification—Valv 
Filter 

Pilot Lights 


Gearing 
Polarity Switch. 


Double-Scale Milliammeter. 


Chassis Construction. 

i MODEL PRICE CODE CLASS 
Currents d forms. Earth-lree (shockproof No. 1510 v VISTIC 
Cabinet. ar bs r it 


$295.00 


Floor Space Requirement—16"x16 
Low-Speed Model 

High-Speed Model 

Weight 
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POLYSINE CHOSE) 


The Polysine Generator has been the choice of 
various branches of the U. S. Government, such 
as the U. S. Veterans’ Bureau, U. S. Army, U. S. 
Navy, and many others. Hundreds of Polysine 
Generators have been supplied to the Govern- 
ment. A recent visit to Government Hospitals at 
Washington found practically all available Poly- 


sines in constant use. 


NOTE: “Polysine” is a coined word and is a 
registered trade mark, owned and used exclu- 
sively by the McIntosh Electrical Corporation 
for the past 30 years. 
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MCINTOSH ELECTRICAL CORP! 


The Graphic Display of all Polys 
As Proven By DuMont Oscillograp' 


